
MODEL F. O. 1924 

Style “F" Thompson-Piaster Combination Treatment Cabinet with oil In¬ 
sulated Transformer. With SIXTEEN modalities working perfectly 
and independently. Without doubt the GREATEST TREAT¬ 
MENT MACHINE manufactured. 
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PHYSIOTHERAPY 


T HE remarkable results secured in the treatment of our wounded soldiers by the various 
physiotherapy methods used in the U. S. Reconstruction Hospitals have attracted 
national attention. The value of physiotherapy has been so clearly demonstrated that 
the U. S. Government has equipped many of the U. S. Public Health Service Hospitals with 
apparatus for use in physiotherapy. 

Leading physicians now realize that there is a need of physiotherapy departments 
in civilian as well as military hospitals. Col, Frank Billings, of the Surgeon General’s Office, 
recently made the following statement: ‘Every civilian hospital which serves a large com¬ 
munity should maintain a department of physiotherapy.” 

Another noted authority has stated that "physiotherapy is one of the great lessons 
of the war." 

"When it is remembered that in the year 1919 over 500,000 artisans and tradesmen 
in the United States received occupational injuries in following their vocations the import¬ 
ance of placing physiotherapy on an intelligent basis Is easily seen.” 

Statistics gathered by some of the leading authorities show that the use of physio¬ 
therapy in industrial injury cases, usually reduces the period of disability from 80 to 40 per 
cent. It further reduces the amount of total disability some 30 per cent, or more. 

It conserves labor by putting the man back on the job in a shorter period of time and 
restores the skilled employee to his maximum working efficiency, thus keeping production 

up to the highest possible mark.- - ---___ __ 

The Thompson-.Plaster Electrical Cabinet Model "F” supplies many of the modali¬ 
ties used in physiotherapy, as shown by the following list: 


High Frequency Currents 

The most powerful and valuable current 
in Electro-therapy. Frequency regula¬ 
tions and strength of current are both 
under perfect control. 

D’Arsonval Current 

High Amperage and high voltage and 
perfect control of an extreme high fre¬ 
quency for auto condensation. 

Diathermic Current 

With complete set of electrodes in pairs 
for local or enlarged area application. 
Under simple control for any amount of 
amperage from zero to all that can be 
safely applied. 

Set of Vacuum Electrodes 

Surface, Rectal, Vaginal, Urethral, Nose 
and Throat. With Universal Insulated 
Handle. 

Special Fulguration Electrode 

For Warts, Moles, Etc. 

Auto Condensation Couch Cushion 
Extra large and heavily insulated. 
MilUampere Meter 

For measuring the amount of current in 
Auto Condensation or Diathermic treat¬ 
ments. 

Tankless Compressed Air 

No laborious pumping. No waiting. No 
more tanks with stale, stagnant air t 


Pure sweet air is pumped as needed, 
delivered under pressure desired and the 
pressure is uniform. 

A Nebulizing Outfit 

With bottles and tips for Nebulizing, 
Spraying and Powder Blowing. 

An Electric Heater for Fluids 

An Electric Heater for Air 

A Powerful Vibrator 

A Vibrator that can be controlled by the 
thumb while treating and which gives 
patient any kind of treatment, from a 
gentle thrill to heavy vibration. 

Full Set Of VIbratodes for Surface and 
Cavity Work 

Heat and Vibration Applied Simul¬ 
taneously 

Bier’s Hyperemia by Vacuum, Includ¬ 
ing a Full Set of Vacuum Cups 

Cautery Transformer 

Under perfect and. positive regulation 
with 3 platinum knives, a pair of extra 
flexible cords, and a handle adjustable 
to five positions. 

Diagnostic Light Controller 

With illuminator, long cords and lamps. 
Has wide range and will control perfectly 
any lamp made for diagnostic purposes. 

Rapid Sinusoidal Current 
With Cords and Handles. 
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